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ABSTRACT We discuss and compare four methods for meas-
uring the width and pulse profile of ultrashort pulses. For our
comparison, we use stable sub-7 fs pulses from a Ti:sapphire
oscillator. Interferometric autocorrelation, spectral phase in-
terferometry for direct electric-field reconstruction (SPIDER),
a spatially-encoded variant of SPIDER, and interferometric
frequency-resolved optical gating (IFROG) are utilized for char-
acterizing pulses from the oscillator. The methods are found to
agree within 5% as far as determination of the pulse width is
concerned. However, differences are observed in the satellite
structure reconstructed by either method. The current state of
the art of measuring ultrashort pulses with these methods is re-
viewed and current limitations, in particular for characterizing
complex pulse shapes, are discussed.

PACS 06.60.Jn; 07.60.Ly; 42.65.Re; 42.79.Hp

1 Introduction

The characterization of femtosecond light pulses
has experienced major breakthroughs during the last decade.
While the traditional autocorrelation techniques can neither
provide the pulse shape nor its exact duration, techniques such
as frequency-resolved optical gating (FROG [1–3]) and spec-
tral phase interferometry for direct electric-field reconstruc-
tion (SPIDER [4, 5]) do not only measure the exact temporal
pulse profile but also the corresponding phase. These tech-
niques render a comprehensive picture of the pulse shape,
either in the temporal or, alternatively, in the spectral domain.
Therefore such techniques are also referred to as complete
characterization methods. One major advantage of the com-
plete methods is that they immediately reveal what kind of dis-
tortion causes temporal broadening of a laser pulse. Disper-
sive broadening, for example, is readily identified as a positive
curvature of the spectral phase. This is of particular advantage
in the sub-10 fs range, where pulse shapes often deviate sig-
nificantly from simple model functions such as the hyperbolic
secant shape. In contrast, the lack of information on the pulse
shape in traditional autocorrelation results in a rather broad
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range of pulse durations being compatible with the measured
data, which often resulted in a systematic underestimation of
the pulse width for such short pulses.

Unfortunately the use of complete methods becomes in-
creasingly challenging with decreasing pulse duration. One
generally encountered problem is the enormous bandwidth
of few-cycle pulses [6, 7]. As all characterization techniques
employ a nonlinear optical process, a natural limit is reached
when the nonlinear conversion products start to overlap
with the fundamental spectrum. For second-harmonic (SH)
based techniques such as the interferometric autocorrelation
(IAC [8]) and SH-FROG, this limit is reached for octave
spanning spectra. Being based on the nonlinear interaction
of a narrowband signal and a broadband signal, SPIDER
can be pushed to slightly wider coverage. A more technical
constraint is the large bandwidth of the nonlinear conver-
sion process, which requires very thin optical crystals of less
than 10 µm thickness. Also, the considerable complexity of
the pulse shapes in the sub-10 fs regime, often consisting of
several well-separated peaks in either domain, causes sig-
nificant problems. When a certain contrast ratio is exceeded
in the pulse structure, the detection method may loose track
of the coherence between different spectral or temporal por-
tions of the wave packet, which then results in an erroneous
reconstruction of the relative phase delay between these por-
tions [9]. Measures to extend the dynamic range of pulse
characterization techniques and to avoid this artifact have
been discussed [10].

Other problems are more specific to a particular technique.
FROG, for example, often makes use of a noncollinear auto-
correlation geometry. For good reason, this geometry was al-
ways avoided in ultrashort-pulse measurements using the tra-
ditional IAC, as geometric beam-smearing limits the temporal
resolution in such a noncollinear set-up [11, 12]. These ef-
fects become severe for pulses of about 2 optical cycles dura-
tion (5.5 fs at 800 nm center wavelength). Different measures
have been discussed to reduce or avoid this problem, such as
aperturing [12], a type-II collinear geometry [13], and also in-
terferometric FROG [14]. SPIDER, on the other hand, may
have some difficulties in characterizing complex pulse satel-
lite structures as it essentially relies on sampling the spectral
phase of a pulse with a limited number of points. A recently
developed variant of SPIDER, spatially encoded arrangement
for SPIDER (SEA-SPIDER) may be an advantageous alterna-
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tive for such complex pulses [15]. As this method is based on
detection of a two-dimensional array rather than only a sin-
gle spectrum, it makes use of a much larger amount of data
which allows for the differentiation of a much wider variety
of pulse shapes. SEA-SPIDER also alleviates the requirement
of a high spectral resolution for dense sampling of the spectral
phase.

The wealth of potential artifacts and pitfalls in the sub-
10 fs regime calls for some guidance. In particular, it is in-
teresting to compare the performance of different advanced
techniques for pulse characterization in this difficult regime.
For this purpose, we selected four methods and used them to
characterize pulses from a commercial Ti:sapphire oscillator
with less than 7 fs pulse duration. This laser was chosen be-
cause it combines a pulse duration corresponding to only 2.5
optical cycles with an excellent long-term stability, which al-
lowed for measurements on three consecutive days. This is
a similar compromise as for the first demonstration of isolated
attosecond pulses [16], and of absolute-phase phenomena in
photoionization [17]. In both cases stable pulses of 6 to 7 fs
duration were preferred over shorter pulses with inferior sta-
bility. As characterization methods for our laser we used the
SPIDER method, interferometric FROG, and SEA-SPIDER.
For comparison we also applied traditional IAC to character-
ize this laser.

2 Experimental setups

For a systematic comparison of different charac-
terization methods, we used a Femtolasers “Rainbow” os-
cillator. This laser is specified to deliver > 3.8 nJ pulses at
below 7 fs pulse duration. The repetition rate of the laser
is 80 MHz, i.e., it delivers a cw output power of 300 mW.
The laser is pumped by an all-solid-state green pump laser
(Spectra Physics Millennia), which leads to excellent noise
performance. Moreover, the mechanical construction of the
oscillator incorporates a temperature stabilized baseplate. The
mechanical design is nearly monolithic and largely avoids
the use of adjustable roller-bearing stages, which results in
minimal drift over extended periods of time. Consequently,
we observed nearly identical mode-locked spectra on three
consecutive days, which were used for the measurements de-
scribed below.

This laser oscillator was analyzed with three different ad-
vanced methods for pulse characterization, namely IFROG,
SPIDER, and SEA-SPIDER. Additionally, we also measured
the interferometric autocorrelation of the pulses, mainly for
comparison with calculated interferometric autocorrelations
from the result of the three other methods. The setups of
the different characterization methods are schematically com-
pared in Fig. 1. For a more detailed description of the indi-
vidual methods the reader is referred to the original literature,
in particular [3, 5, 18]. For the implementation of the setups,
all possible measures were taken to ensure sufficient band-
width for the characterization of pulses down to 5 fs duration.
Of particular concern were beam splitting schemes, which
were either implemented using inconel coated metallic beam
splitters or by making use of a Fresnel surface reflection. The
Michelson-type beam splitting arrangements described in the
following have always been designed to be fully balanced, i.e.,

FIGURE 1 Schematic representation of the setups used for characterizing
few-cycle pulses. Both, correlation-based and spectral-interferometry based
methods have been applied. The former rely on a Michelson interferome-
ter with an adjustable delay ∆τ between the two arms. The interferometric
autocorrelation (IAC) records the spectrally integrated signal, whereas inter-
ferometric FROG (IFROG) additionally spectrally resolves it. The two SPI-
DER variants employ a non-collinear interaction of up to three beams with
fixed time delays. All but one of these beams have experienced a substan-
tial amount of group delay dispersion (GDD), which makes their interaction
quasi-cw. Traditional SPIDER records only one-dimensional spectral infor-
mation, whereas SEA-SPIDER requires a two-dimensional detection system

each of the pulses experiences the same number of reflections
and transmissions and the same amount of dispersive material.
Wherever possible, all-reflective optics were used, in particu-
lar for focusing into the nonlinear optical crystals. For the
beam splitter mirrors we almost exclusively used substrates of
1 mm thickness, which turned out to be a good compromise
between spatial beam distortion due to bending of the sub-
strates and dispersive distortion of the temporal pulse profile.
Furthermore, we used very thin BBO crystals of a few tens
of microns in thickness. For the IFROG method and the in-
terferometric autocorrelation, where bandwidth limitation is
a particular concern, the thinnest 10 micron thick BBO crys-
tals commercially available were used.

A further measure is necessary to ensure comparability of
the different methods. With pulses shorter than 10 fs, disper-
sive broadening in air already starts to play a role for path
length differences of a few 10 cm. Quite obviously, it is far
from simple to set up four different characterization methods
with the additional constraint of identical path lengths into the
setup. Additionally, as will be discussed below, the spectral-
interferometry based methods account for dispersion in the
beam splitting scheme, or avoid it in the first place. The
correlation-based counterparts, in contrast, always add disper-
sion in their beam splitter substrates. Therefore, we chose to
carefully measure path length differences and also account for
intrinsic dispersion of the setups. As a reference point we se-
lected the input of the SPIDER set-up and optimized the laser
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to yield the shortest pulse at this position. All other measure-
ments were corrected accordingly as if they were measured at
the same position and as if their intrinsic dispersion was zero.
As such a simple correction is not possible for the IAC, the au-
tocorrelator was placed closer to the laser to compensate for
the dispersion of its 0.5 mm beam splitter substrates, which
correspond to an equivalent air path of approximately 1 m.

3 Interferometric autocorrelation

Figure 2 shows an interferometric autocorrelation,
which was measured with a commercial device (Femtolasers
Femtometer) that was designed according to the general
guidelines discussed above. We use a single sweep of the
autocorrelator to avoid drift problems of the interferometer.
The gray line in Fig. 2 depicts the measured IAC signal. This
data was cleaned from high-frequency noise components by
Fourier filtering. We find excellent symmetry of the signal
and a ratio between the far wings and the peak of the sig-
nal of 1 : 7.5, i.e., close to the ideal value of 1 : 8. From the
measurement of the laser spectrum, we determine a center
wavelength of 806 nm, which we use to identify the funda-
mental periodicity of the IAC trace for calibrating the delay
axis. This value of 806 nm was independently checked in the
FROG measurements by finding the proper frequency shift
to match the FROG frequency marginal and the autocorrela-
tion of the fundamental pulse spectrum. The carrier frequency
is then localized in the Fourier transform of the IAC signal
at the position of the center of gravity of the first modulation
sideband.

Fourier filtering the central band around zero frequency
allows for extraction of the unmodulated intensity autocorre-
lation (AC) on top of a SHG background. The resulting curve
is shown as a black line in Fig. 2. The full width at half max-
imum (FWHM) of this AC amounts to 10.0 fs, which yields
a pulse duration of 6.5 fs assuming a hyperbolic secant pulse
shape. As a different and less biased method, we also used
a second method for evaluation of the pulse duration. Start-
ing from the transform limit (5.2 fs FWHM), we adjusted the
chirp of the pulse to achieve an optimum fit between the meas-
ured and calculated autocorrelation for the central part of the
trace. This method yielded a duration of 6.3 fs, which is in
remarkably good agreement with the hyperbolic secant eval-
uation. For either method of estimating the pulse duration,
deviations are discernible as small satellite pulses at around
±10 fs and ±20 fs delay. We did not employ iterative fitting

FIGURE 2 Measured Autocorrelation: interferometric autocorrelation
(IAC, gray line) and intensity autocorrelation with background (AC, black
line). The AC is retrieved by Fourier filtering the DC-part of the IAC. The
FWHM of the AC is 10.0 fs

algorithms to reconstruct the pulse intensity and phase pro-
file from the combination of IAC and power spectrum (see
e.g. [12, 19]) as an unambiguous reconstruction is not possible
from the experimental data [20]. However, as will be shown
below, the IAC can serve as an independent and sensitive
marginal check for the complete characterization techniques.

4 Traditional SPIDER

In our experiments we used a SPIDER apparatus
that combines few-cycle temporal resolution width at a rela-
tively high detection sensitivity [10]. The latter is accom-
plished by an optimized beam splitting scheme that con-
sists of a single fused silica etalon of 150 µm thickness. The
etalon thickness was chosen to yield a rather small modula-
tion period of the interferogram corresponding to less than
five pixels on the camera. We use a modulation period close
to the sampling limit of the camera, because this helps in
bridging gaps in the detection of strongly modulated spec-
tra with deep dips. The etalon is used at an oblique angle of
65◦, resulting in a Fresnel reflectivity of 20% of each sur-
face for s-polarization. This more symmetric beam splitting
scheme enhances the efficiency of the setup by about an order
of magnitude, as compared to earlier sub-10 fs SPIDER ap-
paratus [21]. The etalon generates two replicas of the original
pulse at a temporal distance of ∆τ = 1285 fs in reflection, see
Fig. 1. It should be noted that there is a small dispersion imbal-
ance between the two replicas as one pulse has experienced an
additional GDD of 10 fs2 from the etalon material. This weak
effect, however, is automatically taken into account by cali-
brating the apparatus with the spectral interferogram of the SH
of the two replicas. The transmitted pulse is strongly chirped
by a 10 cm long SF10 glass block with a group delay disper-
sion (GDD) of 15 800 fs2. An achromatic half wave retarder in
the beam path of the chirped pulse rotates polarization for the
broadband type-II interaction. All-reflective optics were used
in the beam path of the two replicas. Mixing the three pulses
in a type-II BBO crystal of 50 µm thickness results in a shear
of 13 THz between the upconverted spectra of the two delayed
replicas. The resulting SPIDER signal is dispersed in a 0.5 m
spectrograph and detected by a fast 2048 tall-pixel line-scan
CCD camera that covers a spectral range of 175 nm centered
at a wavelength of 390 nm.

In Fig. 3a the resulting interferogram (solid line) of the
two spectrally sheared replicas is shown along with the re-
trieved spectral phase (dashed line) on the original frequency
axis. The overall fringe visibility ranges from 670 THz to
820 THz. This means that the spectral phase can be recon-
structed over a bandwidth that hosts 98% of the pulse en-
ergy. For further interpretation the phase has to be shifted by
∆ f = −365 THz to match the fundamental spectral region,
resulting in the reconstructed pulse shape shown in Fig. 3b
with a FWHM of 6.6 fs.

For completeness, the temporal phase is also shown in
Fig. 3b as a dashed line. The temporal phase is essentially flat
over the duration of the main pulse, but exhibits phase jumps
between the satellites. The satellites in Fig. 3b are below 10%
of the peak intensity, with three major satellites at −11,+10,
and +22 fs, which agrees with the satellite positions visible
in the autocorrelations. The overall integrated satellite con-
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FIGURE 3 The SPIDER measurement: (a) SPIDER interferogram (solid
line) and reconstructed spectral pulse phase (dashed line); (b) reconstructed
temporal pulse profile (solid line) and temporal phase (dashed line). The
FWHM pulse duration is 6.6 fs

FIGURE 4 Calculated interferometric autocorrelation from the SPIDER
measurement (top) and the difference in the measured IAC of Fig. 2 (bottom)

tent amounts to 15% of the whole pulse. As a cross check,
we compute the IAC from the pulse obtained by the SPIDER
method and calculate the difference to the actually measured
IAC, see Fig. 4. The overall agreement between the two IAC
traces is very high, especially over the central five periods of
the main pulse. In this range, the only measurable discrepancy
arises from the 1 : 7.5 ratio of the measured trace. Moreover,
SPIDER appears to measure slightly smaller satellites than
apparent in the IAC, as can be seen from the higher difference
around ±10 fs delay.

5 The SEA-SPIDER method

The SEA-SPIDER method was introduced re-
cently by Kosik et al. [15] as a method that combines the
virtues of spectral and (spatial) shearing interferometry. This
method was further adapted for measuring few cycle pulses
[18]. In this implementation, it includes the advantage of
a zero-additional-phase (ZAP) measurement, similar to the
ZAP-SPIDER [22], but can be made fully self-referenced, i.e.,
it does not rely on the wavelength calibration of a spectro-
graph. Due to fringe formation along the spatial coordinate
of a dispersed image of the spectrometer entrance slit, this
method works without the requirement of a small fringe
periodicity for measuring strongly modulated spectra. There-
fore a much lower spectral resolution is tolerable, which is
particularly advantageous for single-shot measurements of
broadband pulses. Of course, measuring and analyzing a two-
dimensional SPIDER trace requires more time than in the
one-dimensional methods, which makes SEA-SPIDER less
suitable for high acquisition rates. On the other hand, the
two-dimensionality turns out to be of advantage for moni-

toring space–time coupling effects. Moreover, the increased
amount of data automatically leads to some statistical aver-
aging when extracting the spectral phase information, which
makes this method more robust. In contrast to the traditional
SPIDER where two spectrally sheared replica pulses are sent
collinearly into the spectrograph, SEA-SPIDER produces
these two replicas in different directions. Imaging the overlap-
ping focal points of the two replicas results in the dispersed
spatial interference pattern of Fig. 5a due to a tilt between the
wavefronts of the two pulses. The method gives an immedi-
ate picture of the spectral phase as a chirp on the pulse leads to
a tilted interference pattern, i.e., the tilt of the fringes directly
encodes the frequency dependent group delay, cf. [18].

The measurement of Fig. 5a is taken with the setup already
described in [18]. SEA-SPIDER relies on the generation of
three different pulses in mutually non-collinear paths. These
three pulses are focused onto a single point in the nonlinear
crystal. The actual pulse under test is a single replica of the ori-
ginal pulse that is reflected off an inconel-coated beam splitter.
Except for the air path, no further dispersion affects this pulse.
As in SPIDER, the pulse transmitted through the beam split-
ter is chirped using a 10 cm SF10 glass block. This pulse is
further split into two in a Michelson type setup, which gener-
ates the two chirped pulses at a relative delay of ∆τ = 1550 fs,
cf., Fig. 1. An adjustable delay between the two chirped pulses
translates into a spectral shear between the two upconverted
pulses when overlapping and focusing all three beams into
a 50 µm thick BBO crystal. To fulfill the broadband type II

FIGURE 5 Spatially encoded SPIDER (SEA-SPIDER) measurement: (a)
SEA-SPIDER interferogram of the pulse. Deviation of the fringe structure
from a frequency independent, pure parallel behavior, encodes the group de-
lay. (b) Reconstructed temporal pulse profile (solid line) and temporal phase
(dashed line). The FWHM pulse duration is 6.7 fs
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phase-matching condition we rotate the polarization of the
chirped pulse by using a half wave retarder. Our measure-
ment is taken with a spectral shear of 14 THz between the
pulses as could be verified by independently measuring the
spectra of the two upconverted pulses. For SEA-SPIDER,
self-consistent referencing can also be easily achieved. For
determining the phase ∆k x introduced by the different propa-
gation directions of the sheared pulses, the delay between the
two chirped pulses has to be set to zero yielding an absolutely
parallel fringe structure (not shown). This is analogous to the
self-consistent calibration procedure of the regular SPIDER
setup.

In the present configuration, the sensitivity of the SEA-
SPIDER method is lower than that of the SPIDER appa-
ratus described above. One reason for this is that the two-
dimensional set-up generates a lower number of photons per
pixel of the camera than in the one-dimensional setup. A sec-
ond concern are the losses of the metal-coated beam split-
ter mirrors. Nevertheless, the SEA-SPIDER interferogram of
Fig. 5a was measured with a pulse energy of less than 2.5 nJ.
On inspecting Fig. 5a, it can immediately be seen that the
fringe structure is essentially flat, with only a slight tilt, which
translates into a GDD of about −15 fs2. Except for the far
wings of the spectrum, the fringe structure shows almost no
curvature in the center, indicating the absence of higher-order
dispersion. The resulting spectral phase is plotted as a dashed
line in Fig. 10a. This curve was extracted from 30 camera lines
within the central part of the trace of Fig. 5a in the range from
x = −0.14 to +0.14 mm.

The reconstruction of the pulse in the time domain is de-
picted in Fig. 5b as a solid line. For a direct comparison of
the temporal pulse structure with the SPIDER result, we ac-
counted for an approximately 50 cm longer beam path to the
SPIDER by adding a GDD of 10 fs2 to the spectral phase
retrieved by the SEA-SPIDER method, see Fig. 10b. The tem-
poral phase (dashed line) and the FWHM duration of 6.7 fs
are practically identical to the results obtained by the SPIDER
method. However, the satellite pulse at 10 fs delay appears
more pronounced in SEA-SPIDER, reaching 30% of the peak
intensity. This results in a 10% higher energy content of the
satellites compared to the SPIDER measurement.

A comparison between the IAC calculated from the pulse
measured by SEA-SPIDER and the measured IAC of Fig. 2
confirms that SEA-SPIDER is likely to have overestimated
the 10 fs satellite pulse, see Fig. 6. In addition, the IAC fringe
structure of the satellite pulses at a delay of about ±10 fs
(Fig. 6) appears to be essentially out of phase with the refer-
ence IAC measurements in Fig. 2. This gives rise to the strong
difference signal around ±10 fs in Fig. 6.

Except for these satellite pulses, the reconstruction ap-
pears essentially flawless for the central pulse. Comparing
the reconstructed spectral phases, SEA-SPIDER certainly has
an advantage as the traces exhibit clearly visible fringe pat-
terns over an approximately 10% wider range than SPIDER.
Therefore, the spectral phases measured by SEA-SPIDER are
considered to be more reliable in the wings of the spectrum.
We believe that the use of SEA-SPIDER may especially pay
off when it comes to extremely broadband or strongly struc-
tured spectra. When comparing to the other methods, it has
to be borne in mind that SEA-SPIDER clearly has the least

FIGURE 6 Calculated interferometric autocorrelation from the SEA-
SPIDER measurement (top) and the difference in the measured IAC of Fig. 2
(bottom)

reserve in terms of measuring smaller pulse energies. With
our current setup we consider ≈ 2 nJ as a lower limit for the
measurable pulse energy. Taking this into account, the meas-
urements compare favorably to the other methods discussed
here.

6 Interferometric FROG

Interferometric frequency-resolved optical gating
(IFROG) can be considered as a combination of the interfer-
ometric autocorrelation (IAC) and FROG [14, 23, 24]. As the
former it offers collinearity, the absence of geometrical smear-
ing artifacts, and a larger amount of redundancy embedded in
the interferometric trace. As a complete method it also offers
the capacity to reconstruct the pulse shape and phase by itera-
tive retrieval. The measurement setup and the data processing
procedure are described in detail in [14] and [24]. Therefore
only a brief description is given here. Our IFROG apparatus
consists of a dispersion balanced Michelson interferometer
with two broadband (450 nm–1050 nm) 1 mm thick dielectric
beam splitters for the generation of two collinearly propa-
gating pulses with controlled temporal delay. These pulses
are focused with a concave mirror of 10 cm focal length into
a 10 µm thick type-I BBO crystal. The second harmonic sig-
nal is isolated by a BG39 filter and dispersed in a 0.5 m spec-
trograph. A motorized translation stage is used in one arm of
the interferometer, scanning the delay at a speed of about 20
to 40 fs per second. The translation stage incorporates a rotary
encoder that generates trigger pulses at a step width of 225 at-
toseconds, which are used to directly trigger a CCD camera
at a line rate of 100 to 200 Hz. This rapid acquisition on the
fly prevents loss of fringe contrast due to interferometer drift
and mechanical imperfections of the stage. The IFROG trace
of the pulse under test is shown in Fig. 7a.

As is clear from the IFROG trace in Fig. 7a, IFROG
produces an overwhelming amount of data in a broad spec-
tral and temporal range. Sampling 2048 pixel spectra over
a ±100 fs delay range results in some 2 million data points.
Apart from the sheer number of data points, even a small tim-
ing delay jitter in the correlator will lead to corrupt fringe
structures, such that consistent reconstruction of the pulse
shape is no longer possible. Therefore the data has to be re-
duced to a smaller grid, and the fringe structure has to be
removed by Fourier filtering techniques. Similar to the struc-
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FIGURE 7 Interferometric FROG measurement. (a) Central section of
a fringe and frequency resolved interferometric autocorrelation measure-
ment. (b) Phase-sensitively retrieved component of the IFROG trace at the
modulation period of the fundamental wavelength (FM-FROG). (c) Itera-
tively reconstructed FM-FROG trace (original grid size: 256 pixels, FROG
error: 0.004 after 500 iterations). Note that (b) and (c) are shown for a three
times wider delay range than (a)

ture of the IAC trace, the IFROG trace consists of an un-
modulated part and two modulated components with a peri-
odicity at the carrier frequency of the pulse and at its sec-
ond harmonic [14, 23]. Pulse retrieval can either be based
on the unmodulated part of the signal, which consists of the
regular SH-FROG trace plus a constant background term,
or on the modulation at the fundamental frequency. In the
following, we will only discuss the latter case as separa-
tion of the SH-FROG trace and the background term can be
troublesome for experimental data and typically only yields
a very limited dynamic range. The fundamental-modulation
FROG (FM-FROG) trace, in contrast, is background-free,
but has to be processed with special algorithms for pulse
retrieval.

The isolated FM-FROG trace is displayed in Fig. 7b. The
data has been filtered out in the Fourier domain (with respect
to the delay coordinate) and has then been transformed back

FIGURE 8 Result of the FM-FROG retrieval routine: (a) retrieved spectral
intensity (black solid line) and spectral phase (dashed line). The indepen-
dently measured spectrum (green data points) is plotted for comparison. (b)
Retrieved temporal pulse profile (solid line) and temporal phase (dashed
line). The FWHM duration is 6.9 fs

into the delay representation. The FM-FROG trace has some
peculiar properties, which differentiates it from other com-
mon FROG traces. First, it can be negative, which is indicated
by blue regions in Fig. 7b. Second, FM-FROG traces roll off
much slower with increasing delay than SH-FROG traces.
This is apparent in Fig. 7, as it is quite remarkable that the
characterization of a sub-10 fs pulses results in clearly dis-
cernible structures at delays that are 20 times larger than the
pulse duration. Effectively, this increases the sensitivity for
reconstructing small satellites and the dynamic range of the
method, as compared to other FROG variants.

We use a modified generalized projections algo-
rithm [24, 25] to iteratively reconstruct the temporal intensity
and phase profile of the pulse from the FM-FROG measure-
ment. The algorithm converges to the retrieved FM-FROG
trace of Fig. 7c within 500 iterations. The resulting FROG
error is 0.004. The reconstruction is based on a 256×256 grid.
The resulting pulse shape and spectrum are shown in Fig. 8.

Figure 8a compares the reconstructed spectral power
density (black solid line) to the measured spectral intensity
(green data points). This frequency marginal check indicates
consistency of the reconstruction process with independently
measured data. Additionally, the spectral phase is plotted as
a dashed line in Fig. 8a. At first glance, this data does not ap-
pear to compare well with the other methods, see Fig. 10a.
However, accounting for the beam splitter GDD of 1 mm
of fused silica and for a 50 cm shorter air path compared to
SPIDER, we need to subtract a total GDD of 25 fs2. The re-
sulting spectral phase [red dotted line in Fig. 10b] agrees very
well with the results of the other two methods. Using this ad-
justed spectral phase, we calculated the resulting pulse shape
in the time domain, see Fig. 8b. Its duration is 6.9 fs (FWHM),
essentially identical to the previous results.

The satellite structure of the pulse is similar to the re-
sults obtained by the SEA-SPIDER technique and dominated
by two major satellites at +11 and at +19 fs. Their energy
content is comparable to the SEA-SPIDER measurement but
stronger than that measured with SPIDER and IAC. There-
fore the IAC marginal in the satellite region is quite substantial
and of the same order or even larger than the FM-FROG in-
tensity itself. This indicates that the dominant contribution to
the IAC marginal comes from phase differences of the satel-
lite pulses between the two measurements, rather than from
amplitude changes. Nevertheless the central main pulse is re-
constructed with a comparable precision as with any of the
other two methods reported before.
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7 Comparison

The comparison of different characterization
methods clearly reveals the virtues and limitations of cur-
rent state-of-the-art laser pulse diagnostic techniques. The
overall agreement between the measured pulse shapes and
spectral phases is quite reassuring, indicating that either of
the methods used in this work is suitable for characterizing
few-cycle pulses. All methods, including the autocorrelation,
yielded a pulse duration of 6.7 ± 0.2 fs, i.e., the measured
pulse durations agree to within an error of about 5%. The
shapes of the reconstructed main pulse derived from either
method appear to agree very well among each other and
also show excellent IAC marginals. This indicates that ei-
ther method is very well suited for characterizing the main
pulse within a sequence of smaller satellite pulses. The du-
rations derived from the individual methods generally reflect
the trend seen in previous comparisons [26]. Again, the short-
est pulse was measured by the IAC method. This may go back
to the assumption of a hyperbolic secant pulse shape, caus-
ing a systematic underestimation of pulse durations, and has
been reported by many authors. A less biased evaluation of the
IAC trace, though, did not reduce this tendency in our case.
FROG has a certain tendency to measure a slightly longer
pulse duration than the other methods, as was previously re-
ported for another FROG variant [26]. We believe that this
behavior may be caused by early stagnation of the retrieval al-
gorithm, putting equal weight on the reconstruction of remote
satellites as it does on the reconstruction of the main pulse.

The pulse duration is certainly one of the central concerns
in advanced characterization. When optimizing laser systems,
however, the spectral phase is probably even more important,
as it directly shows the residual dispersion of a pulse. After
accounting for the differential dispersion in the beam paths
and beam splitters of the individual methods, we obtain the
spectral phases shown in Fig. 10b. For the central part of the
spectrum, i.e. the range from 340 to 450 THz, the agreement
between the different measurement methods is close to ex-
cellent, with rms deviations on the order of 0.2 rad. Outside
this region, however, the three spectral phases tend to rapidly
break away from each other. On comparing with the spectrum
of Fig. 8, one realizes that the phases tend to diverge at steep
spectral slopes close to the point where power densities are
less than 30% of the peak value. It is striking that the spec-
tral phases can be brought to close coincidence by adjusting
the slope of the spectral phase, i.e. the group delay, of the
SPIDER and IFROG phase below 340 THz by +6 or −5 fs,
respectively. Taken for itself, the spectral pedestal region ap-
pears to be correctly characterized by either method. This is
shown in Fig. 10c, indicating that the major deviation between
the measured data can be reduced to a single kink in the spec-
tral phase, located at 340 THz.

There are certainly different ways to explain such findings.
For example, the data have not been measured simultaneously,
but on three subsequent days, albeit with an essentially identi-
cal laser spectrum. Therefore, a pronounced sensitivity of the
long wavelength tail of the spectrum in respect to laser drift
may hold as an explanation. Despite all care concerning laser
stability this explanation cannot be totally ruled out. How-
ever, such phase kink artifacts have been described before

FIGURE 9 Calculated interferometric autocorrelation from the FM-FROG
retrieved pulse (top) and the difference in the measured IAC of Fig. 2 (bot-
tom)

FIGURE 10 Comparison of the spectral phases derived by the different
methods: SPIDER (solid line), SEA-SPIDER (dashed line) and IFROG (dot-
ted line). (a) Uncorrected data, obtained with the laser optimized for the
shortest pulse duration measured with SPIDER; (b) spectral phases after cor-
recting for different amounts of dispersion in the beam path, and (c) with
additional adjustment of group delays below 340 THz. Pulse shapes in Figs.
3, 5 and 8 have been computed with the spectral phases in (b)

as rather typical problems of pulse characterization methods
when it comes to measuring strongly structured spectra, see
e.g. [9, 10]. Regardless of the characterization method used,
spectral drops may cause an erroneous reconstruction of the
relative group delay between two adjacent spectral regions.
This uncertainty in measuring the relative timing between
spectral pedestals and the main pulse results in the vary-
ing satellite structure between Figs. 3, 5 and 8. The width
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of the main pulse, in contrast, is mainly determined by the
global curvature of the reconstructed spectral phase. Low-
energy spectral pedestals only weakly affect this parameter.
Extracting the curvature from the spectral phases by means of
a weighted fit, we find that the group delay dispersion of the
pulses agree to within 4 fs2, i.e., a value that is compatible with
the observed difference of the measured pulse duration of 5%.

This discussion clearly pinpoints potentially problem-
atic issues of all characterization methods. Even though the
methods are fairly robust in terms of measuring the global
group delay dispersion of a pulse and its duration, it is much
more problematic to accurately measure the exact satellite
structure of a pulse. This conclusion is backed up by inspec-
tion of the IAC marginals, Figs. 4, 6 and 9. Generally, looking
only at the central part of the pulse, the agreement with the
IAC trace is very good. At larger delays, however, the recon-
structed satellites of the autocorrelation often appear out of
phase with the IAC reference measurement and their ampli-
tudes vary considerably for the different techniques used. In
our comparison we actually observed the lowest overall IAC
marginal for the pulse shape measured by regular SPIDER,
whereas SEA-SPIDER shows a pronounced but isolated devi-
ation at delays of ±10 fs but exhibits an even lower marginal
otherwise. Interferometric FROG, in contrast, only yields ex-
cellent agreement close to zero delay, which is surprising to
some extent, as one would expect it to be better suited for char-
acterizing the satellite substructure of a pulse as this method is
directly rooted in the time domain.

It should be noted that it is not a priori clear to what ex-
tent the IAC marginal really is a good test for an accurate
satellite reconstruction. Other than in FROG, where numerous
cross-checks guarantee the consistency of the data, IAC traces
can contain undetected systematic errors, e.g., due to an in-
sufficient phase-matching bandwidth of the nonlinear crystal.
Such inconsistencies are more likely to occur in the spec-
tral wings than in the center, which may particularly affect
satellite pulses that are spectrally localized in the wings of
the spectrum. We found indications for a limited conversion
bandwidth in the IFROG measurements, using a BBO crystal
of identical thickness, and corrected for it via the frequency
marginal. Another issue may be caused by spatio-temporal
coupling, as SEA-SPIDER is the only method that can reveal
such artifacts whereas an IAC is totally insensitive towards
it. Even though we averaged over the 5 most visible fringes
when evaluating the spectral phase from Fig. 5a, this still dis-
cards information in the wings of the beam profile and may
explain some of the deviation seen in the marginal test above.
This would indicate, e.g., that the trailing satellite has a dif-
ferent beam profile than the main pulse. As we were already
close to the detection limit in our SEA-SPIDER measure-
ments, however, a deeper spatially resolved analysis was not
yet possible. Altogether the remaining differences between
the reconstructed pulse shapes may appear weak, but based on
our measurements neither of the methods can be attested to
a particular suitability for resolving the exact satellite struc-
ture of a complicated pulse. Therefore, if exact retrieval of the
satellite structure is important, e.g. for pulse shaping experi-
ments, application of cross-correlation based methods such as
XFROG [28] will certainly lead to better and more robust re-
sults. However, these methods require the presence of a short

and unstructured reference pulse, which was not available in
our case.

All aspects discussed so far concerned the accuracy of
the individual methods. Even if a particular characterization
method provides the most reliable result, it has to be dis-
carded from many applications, e.g., when it only allows for
one measurement per hour. We will therefore briefly address
practicality as a further aspect of our comparison. In this re-
gard, the IAC is certainly still the easiest to implement of
all discussed methods. It is quite clear that IAC also deliv-
ers the weakest information on pulse shape and duration and
only very coarse information on the spectral phase. From the
complete methods, we currently consider the traditional SPI-
DER as the next simplest thing to do. Even though it may
have its limitations in terms of spectral coverage and robust-
ness against extremely modulated spectral shapes, the method
is very fast, easy to align, and sensitive enough to measure
rather weak pulses from an oscillator. This conclusion is cer-
tainly not overly fair, as we have spent a significant amount
of time in optimizing our SPIDER setup, as compared to the
IFROG and SEA-SPIDER implementations. We are confident
that the latter two methods can be significantly improved in
terms of practicality. The major issue with IFROG is currently
the rather laborious reconstruction of the pulse via an iterative
retrieval algorithm. Faster algorithms are under development,
and direct non-iterative retrieval is currently discussed as an
alternative that may completely resolve this issue [27]. Dir-
ect retrieval algorithms make IFROG an ideal add-on to an
existing interferometric autocorrelator. While the autocorrela-
tor suffices for day-to-day comparisons of a particular laser,
more precise and reliable information could immediately be
extracted by spectrally resolving the IAC traces. For improv-
ing our SEA-SPIDER setup, some more time has certainly to
be put into further automating the necessary calibration pro-
cedures and for accelerating the extraction of pulse shapes
from the SEA-SPIDER traces. Sensitivities are currently at
the level of early implementations of sub-10 fs SPIDER se-
tups [21], but may also benefit from optimized beam splitting
schemes. These technical concerns put aside, however, SEA-
SPIDER appears to be the method of choice when it comes
to strongly structured spectra that exhibit deep dips and re-
quire an particularly robust method. SEA-SPIDER shows the
widest coverage of the spectral phase far into the wings of
the spectrum, and the intrinsic averaging over several phase
measurements makes it superior to one-dimensional spectral
interferometry methods.

8 Conclusion

We have carefully characterized sub-7 fs pulses
with four completely independent characterization tech-
niques. All methods employed have been specifically opti-
mized for use with extremely short pulses. In measuring the
pulse duration and the global shape of the spectral phase,
all methods deliver reliable information, with a quality of
agreement between the individual methods that has not been
reported before for such short pulse durations. Measured
spectral phases agree within a GDD margin of 4 fs2, which
made it necessary to account for air path differences on the
order of 10 cm when comparing with the experimental re-



STIBENZ et al. Advanced methods for the characterization of few-cycle light pulses 519

sults. Altogether, no major discrepancy was observed when
characterizing pulses of 2.5 optical cycle duration. A more de-
tailed look at the reconstructed pulse shapes, however, clearly
shows that reliable reconstruction of the satellite substruc-
ture is still difficult. This problem chiefly arises from strongly
structured spectra, offering only weak support across low-
intensity regions, which may cause phase-kink artifacts in
the reconstructed pulse shapes. This artifact causes an er-
roneous reconstruction of the relative group delay between
neighboring spectral regions, which will typically result in an
incorrectly reconstructed satellite pulse. The occurrence of
phase kinks is certainly not limited to spectral interferome-
try based methods, but can also appear in the retrieved pulse
shapes of the FROG methods. Among all the methods dis-
cussed, the redundant fringe structure of the SEA-SPIDER
method appears to offer the best means for detecting and
avoiding such phase kink artifacts. Similarly, one expects that
FROG is less susceptible to such errors than SPIDER. In the
light of our comparison, however, it seems that phase kink ar-
tifacts can arise with any method, and that there is currently no
way of totally avoiding the possibility of their occurrence with
strongly structured spectra. Apart from this issue, which is of-
ten of secondary nature in pulse characterization, all methods
exhibited excellent performance, retrieving the pulse dura-
tion of a sub-7 fs pulse with a 5% relative uncertainty. Still,
one has to be aware that there are certain limitations of these
methods. Despite the limitations in the retrieval of satellite
substructures, one can conclude that complete characteriza-
tion methods have reached a maturity that allows their routine
use in the challenging sub-10 fs region, delivering more infor-
mation on pulse shaping, laser oscillators, and amplifiers than
simple autocorrelation does.
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